December 2016

The effect of a powered ankle foot orthosis on walking in a stroke subject: a case study

Ali Pourghasem  
*Iran University of Medical Sciences, poorghasem@rehab.mui.ac.ir*

Ismail Ebrahimi Takamjani  
*Iran University of Medical Sciences*

Mohammad Taghi Karimi  
*Isfahan University of Medical Sciences*

Mohammad Kamali  
*Iran University of Medical Sciences*

Mohammad Jannesari  
*Isfahan University of Technology*

See next page for additional authors

Follow this and additional works at: http://digitalcommons.unl.edu/mechengfacpub

Part of the Mechanics of Materials Commons, Nanoscience and Nanotechnology Commons, Orthotics and Prosthetics Commons, Other Engineering Science and Materials Commons, and the Other Mechanical Engineering Commons

---

Pourghasem, Ali; Takamjani, Ismail Ebrahimi; Karimi, Mohammad Taghi; Kamali, Mohammad; Jannesari, Mohammad; and Salafian, Iman, "The effect of a powered ankle foot orthosis on walking in a stroke subject: a case study" (2016). Mechanical & Materials Engineering Faculty Publications. 196.  
http://digitalcommons.unl.edu/mechengfacpub/196

This Article is brought to you for free and open access by the Mechanical & Materials Engineering, Department of at DigitalCommons@University of Nebraska - Lincoln. It has been accepted for inclusion in Mechanical & Materials Engineering Faculty Publications by an authorized administrator of DigitalCommons@University of Nebraska - Lincoln.
Authors
Ali Pourghasem, Ismail Ebrahimi Takamjani, Mohammad Taghi Karimi, Mohammad Kamali, Mohammad Jannesari, and Iman Salafian
The effect of a powered ankle foot orthosis on walking in a stroke subject: a case study

ALI POURGHASEM, PhD1), ISMAIL EBRAMI TAKAMJANI, PhD2), MOHAMMAD TAGHI KARIMI, PhD3), MOHAMMAD KAMALI, PhD5), MOHAMMAD JANNESARI, MSc6), IMAN SALAFIAN, MSc7)

1) Department of Orthotics and Prosthetics, Faculty of Rehabilitation Sciences, Iran University of Medical Sciences, School of Rehabilitation Sciences: Nezam St. Shah Nazari Ave., Madar Sq. Mirdamad Biv. Tehran 4391-15875, Iran
2) Department of Physiotherapy, Iran University of Medical Sciences, Iran
3) Musculoskeletal Research Center, Isfahan University of Medical Sciences, Iran
4) Rehabilitation Sciences Research Center, Shiraz University of Medical Sciences, Iran
5) Rehabilitation Research Center, Iran University of Medical Sciences, Iran
6) Department of Mechanical Engineering, Isfahan University of Technology, Iran
7) Department of Mechanical and Material Engineering, University of Nebraska-Lincoln, USA

Abstract. [Purpose] Standing and walking are impaired in stroke patients. Therefore, assisted devices are required to restore their walking abilities. The ankle foot orthosis with an external powered source is a new type of orthosis. The aim of this study was to evaluate the performance of a powered ankle foot orthosis compared with unpowered orthoses in a stroke patient. [Subjects and Methods] A single stroke subject participated in this study. The subject was fitted with three types of ankle foot orthosis (powered, posterior leg spring, and carbon ankle foot orthoses). He was asked to walk with and without the three types of orthoses, and kinetic and kinematic parameters were measured. [Results] The results of the study showed that the moments applied on the ankle, knee, and hip joints increased while walking with the powered ankle foot orthosis. [Conclusion] As the powered ankle foot orthosis influences the moments of the ankle, knee, and hip joints, it can increase the standing and walking abilities of stroke patients more than other available orthoses. Therefore, it is recommended to be used in rehabilitation programs for stroke patients. 

Key words: Stroke, Walking, External powered orthosis

INTRODUCTION

Stroke is the second highest cause of disability and death worldwide1, 2). Because of muscle weakness, spasticity, impaired sensorimotor control, or loss of cognitive functions, walking ability after stroke is often disturbed3, 4). It has been shown that stroke patients have a decreased walking speed, asymmetric gait pattern, muscular weakness, abnormal movement strategies, and spasticity5, 6). Due to the abovementioned gait abnormalities; these patients have a high risk of falling and high energy consumption during walking3). At present, motion analysis systems has being used to determine the abnormalities associated with stroke. For example, the moments applied to the joints, which are determined by inverse dynamics, are used as indirect indicators of the weakness of muscles and joint contracture6), and it is known that reduced walking speed not only increases energy consumption during walking but also influences the forces applied to the foot. Gait abnormalities are determined based on the kinematics of the joints calculated by inverse kinematics6, 7). Stroke patients use assistive devices to improve...
their abilities to stand and walk. Use of some assistive devices, such as the ankle foot orthosis (AFO) or an external powered AFO, has been recommended for these patients\(^8\)–\(^10\). However, the effect of AFOs on walking in these patients depends on the structure of the orthoses and their ankle mechanisms\(^8\), \(^9\), \(^11\). Gok et al. showed that the gait of hemiplegic subjects is improved more by a metal orthosis than a plastic AFO due to the better stabilization it provides during the stance phase\(^12\). In contrast, De Wit et al. showed that although the effect of an AFO on the walking abilities of stroke patients was statistically significant, the difference was too small to be clinically relevant\(^10\).

The main problems of the stroke patients during walking is a significant decrease in ankle joint plantar flexion power compared with that in normal subjects\(^5\). Various attempts have been made to restore plantar flexion moment in stroke patients by using an external powered orthosis\(^10\), \(^13\)–\(^21\). The idea of incorporating an active ankle mechanism in the design of AFOs has been around since 1980. In the first design of this kind of orthosis, hydraulic and pneumatic actuators were used to power the ankle joint. Up to now, various approaches have been used to restore the power of the ankle joint, including a series elastic actuator (SEA), magneto rheological fluid, passive pneumatic element, frictional clutch, oil damper, artificial neural muscle and shape memory alloys\(^19\). Use of an SEA is more advantageous. It has a low controlled impedance, good control bandwidth, shock tolerance, low friction, and high force fidelity. However, in most studies, walking and standing ability have not been evaluated in patients with ankle impairment (stroke) wearing this kind of external powered orthosis. Furthermore, normal subjects have been used in most studies\(^22\).

Therefore, the aim of this study was to introduce a new type of AFO designed for stroke subjects based on the protocol used by Pratt and Blay et al.\(^23\) to evaluate the kinetic and kinematic performance of a stroke patient walking while wearing this orthosis, and to compare the results with those of other orthoses. It should be emphasized that there are actually two reflexes that can be seen in tendon and muscles fibers, tonus and jerk responses, as discussed by Pratt and Blay et al. The tonus response occurs slowly and depends on the applied load. The new design of the active AFO is based on tonus behavior. In the new design, the moment of plantar flexion of the ankle joint to resist external moment and push the subjects forward is not constant and can be changed according to the external applied moment and ankle angle. In the present study, this concept was used to design an orthosis, and the new orthosis was tested on a subject with stroke rather than a normal subject.

**SUBJECTS AND METHODS**

A poststroke patient participated in this study at 11 months after stroke. The weight, age and height of the subject were 83 kg, 45 years, and 178 cm, respectively. Ethical approval was obtained from the Ethical Committee of Isfahan University of Medical Sciences. A consent form was signed by the subject before data collection. The main inclusion criteria in selection of the subject in this study were as follows:

1. First stroke
2. At least 6 months post stroke
3. Able to stand for at least one minute without any assistive devices
4. Able to walk for at least 10 meters

Moreover, the subject was asked to not use any medicine that could influence his stability at least 10 hours before data collection.

External powered orthosis: A new type of external powered orthosis was designed that consisted of a polypropylene AFO with a hinged ankle joint, two on/off switches, an upper level (master) controllers, and an SEA. The SEA included a coupling, metal plates, four compression springs, eight bushings, one ball screw, one ball nut, and four guide rails (Fig. 1). The compression springs were used in this design to minimize the effect of backlash and to isolate the motor from shock loads and torque ripple. The ball screw and ball nut were used to convert the rotary motion of the motor into linear motion. The SEA is able to generate enough force to move the ankle in response to the control signal of the motor. The SEA was a 100 W AC servomotor with a maximum speed of 5,000 rpm (XML-SA01A, LS Mecapion). An encoder attached to the motor controls the operating conditions of the motor.

The master controllers (PCI-1710 and PCI-1723, Advantech) used in the developed AFO detect the velocity and duration of each gait phase based on the output signals from the on/off switches during walking (Fig. 1). Furthermore, they generate a motor drive velocity command. An industrial motor drive (XDL-L740A001, LS Mecapion) was used to regulate motor voltage with embedded velocity control. In order to control the system, the gait cycle was divided into three states, each with a separate functional objective. In the first control state, which lasted from heel strike to midstance, the SEA mechanism was used to increase the impedance at the ankle joint. From midstance until toe off, the impedance of the AFO decreased (second state). The third control state was during the swing phase, and it was used to maintain toe clearance. Communication between actuators, foot switches, and a processing unit (laptop) was accomplished by using a data acquisition unit (DAQ).

A Qualisys motion analysis system with 7 high-speed cameras and a Kistler force plate was used to record the motion of the body and force applied to the leg during walking. The locations of markers were recorded with the Qualisys Track Manager software. Subject's lower extremities and trunk were reconstructed by visual 3D software produced by C-motion Inc. This software was also used for calculation of the changes in the angles of the trunk, hip, pelvis, knee, and ankle joints during walking. It should be emphasized that the data from the force plate and cameras were collected at a frequency of 120 Hz. The moments applied to the joints were determined based on the inverse dynamics approach by use of force and center of
pressure (COP) data collected with the by force plate and kinematics of the joints determined based on the trajectories of the markers during walking. The locations of the center of mass (COM) of the body segments were determined based on Winter approaches7).

Twenty markers (with 14 mm diameters) were attached bilaterally to the anterior superior iliac spine (ASIS), superior iliac spine (PSIS), medial and lateral malleolus, iliac crests, acromion process, medial and lateral sides of the knee joints, and first and fifth metatarsal heads. Moreover, five marker clusters, each comprising four markers attached on the rhomboid plates, were attached to the anterolateral surface of the leg, thigh, and trunk by use of extensible Velcro straps. The subject was asked to walk along a level surface to collect data from 5 successful trials. The trunk was considered to be the segment between the iliac crest and acromion process. The collected data were filtered with a Butterworth low-pass filter with a cutoff frequency of 100 Hz and split into phases of the gait cycle using heels strike data. The tests were repeated to collect 5 successful trials and were repeated with and without a posterior leaf spring (PLS) orthosis, a carbon composite AFO, and the external powered AFO. The spatiotemporal gait parameters (stride length, cadence, walking velocity), force applied to the leg, kinematics of the ankle, knee, hip, pelvic, and trunk, and moments applied to the joints were the parameters examined in this study.

### RESULTS

Tables 1 and 2 demonstrate the kinematic and kinetics information obtained during walking under three test conditions for the stroke patient in this study.

The mean of anteroposterior force values were 33.64 ± 1.77 and 21.65 ± 14.51 during walking without and with Powered AFO, respectively. The magnitude of vertical force applied to the leg was 587.8 ± 16.02 N during walking without an orthosis, while it was 774.5 ± 9.36 N during walking with the powered AFO. The mean of ankle moment values were 0.6 ± 0.09 Nm/BM and 0.739 ± 0.11 Nm/BM during walking without and with the powered AFO, respectively. The powered AFO seemed
to have no influence on ankle, knee, and hip joint range of motion. An interesting observation was that the stride length of the subject increased but his cadence decreased during walking with the powered AFO. His hip flexion moment values during normal walking and walking with the powered AFO were 0.267 ± 0.03 Nm/BM and 0.396 ± 0.096 Nm/BM, respectively.

There was a difference between the vertical forces applied to the leg during walking without and with the PLS orthosis. The mean ankle moment values during walking with and without the PLS orthosis were the same. Hip joint flexion moment increased during walking with the PLS orthosis. The vertical force applied to the leg during walking with the carbon AFO was 627.5 ± 4.04 N, which was more than that during normal walking. The ankle moment during walking with the carbon AFO was 0.975 ± 0.04 Nm/BM, whereas it was 0.6 ± 0.09 Nm/BM during normal walking. The subject walked with the carbon AFO with increased range of motion in the hip joint.

### DISCUSSION

This study demonstrated that it is feasible to construct a lightweight powered orthosis providing substantial external torque to the ankle joint for walking in stroke subjects. Unfortunately most previous studies only focused on evaluation of the gait of normal subjects while walking with a powered AFO. The present study evaluated and compared the gait parameters of a stroke patient wearing a powered AFO and traditional AFOs.

The moments of the joints when the subject wore the newly developed orthosis were more than those when he wore no orthosis or the PLS orthosis. This indicates that the new orthosis has greater potential to restore the ability of the subject and to improve gait performance. This may be due to the external power system embedded in the orthosis. The new developed system increased the moment of the ankle joint during push off and also regulated the time of applying moment. Therefore, it can be concluded that it may influence the pattern of walking more than other available orthoses.

It should be noted that the other orthoses, that is, the PLS and carbon orthosis also influenced the gait parameters significantly, but not as much as the newly developed orthosis. The moments produced in knee and hip joints increased significantly more with the new orthosis compared with the other devices. Moreover, the newly developed orthosis has the ability to change the time of applying dorsiflexion and plantar flexion moment. It should also be noted that a robotic orthosis is available that is used mostly while subjects walk on a treadmill to restore the pattern of walking[22]. The results of the present study suggest that stroke patients could improve their ability to walk and stand in daily activities by walking on a treadmill while wearing the new orthosis 3 to 4 times per week. In future work, we plan to perform a comprehensive biomechanical gait study involving more stroke patients that includes measurement of metabolic, electromyographic, and kinematic and kinetic gait data. Such a biomechanical analysis will provide a quantitative understanding of the effects of orthotics ankle power on stroke ambulation. We also wish to develop additional finite state controllers for other walking modes, such as stair ascent or ramp climbing. Additionally, we hope to further exploit myoelectric signals as control commands to manage switching between finite state controllers appropriate for a large repertoire of locomotory terrains and conditions. It is our hope that this work will motivate additional studies focused on the advancement of multifunctional lower-extremity orthoses.

A limitation of this case study was that the results were only representative of a single subject. A series of walking trials with an appropriate number of stroke subjects would need to be performed to gain further insight into the repeatability of the results. This may be addressed during future development work by reducing the size of the orthosis. Nevertheless, the development team was sufficiently encouraged by the results of this initial testing to confidently continue testing and
The present study introduced a powered AFO with dorsiflexion and planter flexion movement enabled with an SEA. The powered AFO employs one actuator component designed to help the kinematic efficiency of level-ground walking when utilizing the orthosis. The ankle joint motor had positive effects on gait parameters (speed, step length) during level-ground walking trials, resulting in observation of an alternative approach to walking in the stroke patient’s gait. We hope that this case study will motivate additional research focused on the advancement of powered lower limb orthoses for walking in stroke patients.

REFERENCES

4) Danielsson A, Carin W, Katharina S: Comparison of energy cost of walking with and without a carbon composite ankle foot orthosis in stroke subjects. 13th ISPO World Congress; 10–15 May; Leipzig, Germany, 2010.
18) Esfahani E: Developing an active ankle foot orthosis based on shape memory alloys University of Toledo, 2007.